This paper studies the effect of antenna polarization on measurement uncertainty of a multi-band body-worn distributed exposure meter (BWDM). The BWDM is a device for assessing electromagnetic fields in real environments accurately. The BWDM consists of 8 nodes and is calibrated on body for simultaneous measurement of the incident power density
in four frequency bands. Each node contains an antenna that can have two potential antennapolarizations.The BWDM is calibrated on four human subjects in an anechoic chamber to determine its measurement uncertainty in terms of 68% confidence interval (CI 68 ) of the on-body antenna aperture. The results show that using a fixed polarization of the antennas on body can lead to a different CI 68 up to maximum 4.9 dB when is worn by another person which is still 9.6 dB lower than the measurement uncertainty of commercial exposure meters.
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Introduction
Characterization of exposure to emerging wireless technologies has been identified as an important issue by the World Health Organization (WHO) to be addressed [1] . Personal exposure to radio-frequency (RF) electromagnetic fields (EMFs) is usually measured by personal exposure meters (PEMs) [2] [3] [4] [5] [6] . These are portable devices that are worn on body to continuously measure the incident electric fields at the location of a subject wearing the device. These devices are calibrated in free space but are used on body. Therefore, it is questionable whether they can measure the incident EMFs on body accurately. Several studies have shown that PEM's measurements are influenced by the presence of a human body. A review of different sources contributing to uncertainty of PEMs can be found in [7] . Large variations in response of PEMs have been reported up to 35 dB for single measurement points [8] . The presence of human body shields part of the EMFs (known as body shadowing). This results in an unknown estimation of the actual EMFs [4, 6, 9] . Moreover, PEMs exhibit an unwanted dependence on the polarization of the incident fields [4, 10] .
In order to address the above issues, on-body calibration of PEMs has been suggested in previous studies as well as using multiple PEMs and a correction factor to compensate for shielding of the body [4, 6, 11, 12] . In addition, personal distributed exposure meters (PDEs) have been proposed for 941 MHz [13] and 2450 MHz [14] . Recently a multi-band body-worn distributed exposure meter (BWDM) measuring at 11 telecommunication bands has been proposed [15] . This distributed exposure meter has been calibrated on body and may have a significantly smaller measurement uncertainty compared to the commercial PEMs [13] [14] [15] . To design the PDE and the BWDM, the locations and polarizations of the antennas were determined as those that lead to the lowest measurement uncertainty using the calibrations on human subjects [15, 16] .
In [15] , the effect of antenna location on the measurement uncertainty of a BWDM has been studied. The polarization dependency of a distributed exposure meter and the effect of body morphology on this polarization dependency has not been assessed yet. In addition, the existing literature data are not conclusive regarding polarization dependency and the absorption of the EMFs and thus not a general agreement can be found [17] . Before an exposure meter appears on the market, it is necessary to calibrate it on body since it has been shown that on-body calibration of a PEM compensates the under/over estimation of the actual fields caused by body shielding [4, 6, 7, 12, [14] [15] [16] . Using the on-body calibration, the incident fields in the presence and absence of the body are measured. This results in a correction factor to de-embed the presence of human body from the incident fields perturbed due to the body shadowing.
The goal of this study is to determine how different body morphologies can impact the uncertainty of the measured incident EMFs considering the BWDM is calibrated on a limited number of subjects. The novelties of this paper are as follows: 1) For the first time, the polarization dependency of a BWDM and the effect of body morphology on this dependency is assessed. The BWDM consists of 2 nodes for each of the four studied frequency band and contains antennas that can have two potential antenna-polarizations. 2) To determine the measurement uncertainty of a BWDM for both antenna-polarizations for four different subjects (different body morphologies). 3) As an application, an outdoor measurement is performed in a real environment and the results are compared to the measurements of a commercial PEM.
The methodology is described in Section 2. Section 3 presents the results and Section 4 discusses the findings of this study. Finally Section 5 concludes the paper.
Methodology
This paper follows the design of the BWDM presented in [15] . The considered frequency bands are as follows (see Table 1 ): The uplink (UL) and downlink (DL) bands of Global System for Mobile Communications (GSM) 900 MHz, Wireless Fidelity 2 GHz (WiFi-2G) and DL band of Long-Term Evolution (LTE) 2600 MHz. Table 1 The studied frequency bands. f c is the center frequency.
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Textile antennas
The design of the used textile antennas has been previously presented in [18] . The design is based on the Substrate Integrated Waveguide technology (SIW) and therefore, benefits from high body-antenna isolation. The substrate and conductive parts are fabricated using closed-cell expanded rubber and copper-coated nylon, respectively. The textile materials are patterned using a CO 2 laser with spot size less than 0.1 µm. Next, the layers are laminated together using thermally activated glue. All the antennas are designed to have an |S 11 | (magnitude of the reflection coefficient) smaller than -10 dB in each frequency band (see Table 1 ). Each antenna has a gain of 3 to 5 dBi along the direction away from the body surface. The dimensions of the largest antenna are 110×110×11 mm 3 . All the antennas are elliptically polarized. The antennas have an axial ratio (AR) in the range of 5 (WiFi-2G) to 15 dB (900-DL) that is the ratio between the minor and major axis of the polarization ellipse. Figure 1 shows an example of a receiver node integrated into a textile antenna. Each node consists of a textile antenna, which registers the impeding signals. The signal captured by the antenna is filtered in the desired band of interest. The filtered signal is then detected by a logarithmic detector chip over a dynamic range of 80 dB. The analogue signals generated by the detector chip are digitized to be processed by a micro controller. The effective sampling rate of each node is 1 Hz. The nodes are connected to a master unit via a serial bus communication which enables synchronization of the nodes. 
Receiver nodes

On-body setup
The goal of this paper is to study the effect of antenna polarization on the measurement uncertainty of the BWDM and thus the BWDM is calibrated on four subjects. Eight antennas (2 antennas per frequency band) are placed on body on the locations that are determined to lead to the lowest measurement uncertainty using the calibration setup described in the next section (2.4). The calibration is performed on a human subject denoted as sb1 in this paper (see Table 2 ). The detailed procedure is presented in [15] . Table 2 lists characteristics of the subjects who participated in this study. During the calibration measurements, the optimized locations (see Figure 2 ) for sb1 are considered for all the subjects. Both vertical (V) and horizontal (H) polarizations of the nodes on body are examined for the four subjects. In this paper, the terms V and H polarizations of the BWDM's nodes refer to the orientation of the antennas. As mentioned in Section 2.1 the antennas have different AR values. Therefore, the antennas are placed in two orthogonal orientations w.r.t the major/minor axis of the antennas. Fig. 3 shows a flow-graph of proposed on-body calibration measurements. The goal of onbody calibration is the following: First, to compare measured fields in the presence and absence of the body and to determine the measurement uncertainty of the BWDM. Second, to study the influence of antenna polarization as a function of body morphology on the measurement uncertainty of the BWDM.
On-body calibration
First, each subject (sb1 to sb4) wearing the BWDM is placed individually on a rotational platform in the far field of a standard gain horn antenna (TX) in an anechoic chamber. Each subject is rotated over 360 • at an angular speed of 2 • per second. During each rotation, the received powers P r are registered on each node for two (V: vertical; H: Horizontal) polarizations of the TX. This results in the received powers P V r and P H r on each node, where H and V are polarizations of the TX. Next, the calibration is performed for both the V-and H polarizations of the receiver nodes for each subject. Our measurement setup does not allow to measure other incident polar angles θ. Therefore, the analysis of the measured data is limited to θ = 90 • .
Second, using an isotropic field meter (Narda NBM-550) with an EF 0391 probe the incident power density is measured in free space (in the absence of the subject) along a vertical line at the subject's locations in the range of 63-201 cm. The aim is to measure the full body exposure; therefore, the free-space incident power density is measured up to 2 m. It must be noted that 63 cm is the minimum height of the isotropic probe. In reality, the field in a given location is the result of multipath components so that its magnitude must be assessed from all field components. If the subject is facing the TX, a front antenna will measure two E field components: e.g. E z and E x for V-and H-polarizations of the TX, respectively, but if the subject is rotated over 90 • , then the polarization the RX antenna is also rotated over 90 • , i.e. now the antenna measures E y instead of Ex. For all the angles in between the antenna sees a combination of E x and E y , like it would see in multipath exposure. Moreover, the broadband field meter is used to correct the measurements of the BWDM for presence of the body as well as the magnitude of the field components measured by the BWDM. The measurements are performed for both (H and V) polarizations of the TX.
Third, at each frequency band, these measurements are combined to determine an effective on-body antenna aperture (AA) for each antenna as:
where X is the V or H polarization of each receiver node. S H f ree and S V f ree are the measured free-space power density for H and V polarizations of the TX, respectively, averaged over the different heights. ψ is the polarization of an incident electric field. In a real multipath environment no assumption can be made about incident polarization. In order to determine the AA for any realistic polarization 1000 samples of ψ are drawn from a uniform distribution in the range of [0, 2π] and AA X (ϕ, ψ) is determined for any realistic polarization and azimuth angle, simultaneously. For each distribution the 16%, 50%, 84% percentiles are determined. This is repeated 100 times and the medians are determined for these repetitions and are denoted as p 16 , p 50 and p 84 , respectively. In a real environment the incident power density can be calculated from the received power P meas r on the nodes as:
For each band, the measurement uncertainty of the BWDM is defined in terms of the median 68% confidence interval p 50 (CI 68 ) of the on-body AA for the geometric average over the antennas on the front and the back. The median is determined for the above-mentioned 100 repetitions. The aim of geometric averaging over front and back is to minimize the anisotropy of the BWDM and to reduce the impact of body shadowing on the incident electric fields on the body. 
Comparison of BDWM with ExpoM in an outdoor environment
The applicability of the BWDM for real life exposure measurements as well as its measurement uncertainty are assessed. A commercially available PEM, ExpoM (Fields at Work GmbH, Zürich, Switzerland) is used in this study to compare the measurements of the BWDM in a real environment. The ExpoM measures 16 telecommunication bands from FM radio to WiFi 5 GHz. The detection limit of the ExpoM is in the range of 0.005 to 0.05 V/m. The ExpoM is calibrated on the left hip of sb1 for the 900-DL band following a similar approach mentioned in Section 2.4 of this paper. The details of this calibration are presented in Section 2.5.2 of [15] . The goal of on-body calibration is to correct the measurements of the ExpoM for body shadowing. Sb1 wearing the BWDM and an ExpoM on the left hip walks along a predefined route in a suburban residential area around the environment of Ghent University in Zwijnaarde science park in Belgium. The route is 1 km long and lasts 15 minutes. The ExpoM measures the electric fields every four seconds. Here, 900-DL is considered since this is a dominant signal that was present outdoors during this measurement. During the walk the received powers are registered by the nodes on-body for the studied frequency bands. The on-body AA values are then used to calculate S inc for each frequency band. Measurements of the ExpoM have been corrected by the correction factor obtained from on-body calibration. Fig. 4 shows the predefined route for the measurement in a suburban residential area in Ghent. Figure 5 depicts the on-body antenna apertures (AA) for the front nodes on each subject (four subjects in total) in the studied frequency bands. For 900-UL, the V antenna on the front (F V ) has a higher AA than the H antenna at the same location (F H ). There are also differences when comparing the different subjects.
Results
On-body antenna aperture
For Sb1 AA values are 18.04 cm 2 and 10.29 cm 2 for configurations F V and F H , respectively, while these values are 10.72 cm 2 and 3.14 cm 2 , for configurations F V and F H on sb3, respectively. This corresponds to differences of factors 1.75 and 3.41, for sb1 and sb3, respectively. For 900-DL and WiFi-2G, F H results in higher AA values. Sb1 has the highest difference in AA between the two antenna polarizations in the 900-UL frequency band for the antennas on the front a factor of 1.75, while the smallest difference in AA between the two antenna polarizations is observed for sb4 in the 900-DL frequency band for the same antennas on the front a factor of 1.19.
Increasing the frequency reduces the difference between AA values for different polarization of the antenna on the front for all studied subjects. In the 2600-DL frequency band, disregarding sb4 for which F V has AA of 1.7 times larger than the AA of F H on the same location, we observe small differences in the AA value. Figure 6 shows the AA values for the two polarizations of the antenna on the back of the torso for four subjects. For sb1 the B V antenna has higher AA values than B H on the back for 900-DL and WiFi-2G. The maximum difference for sb1 occurs for 2600-DL (B V : 4.45 cm 2 vs. B H : 7.24 cm 2 ). For sb2, B V has a higher AA than B H which are factors of 3.7 and 1.6 times larger for 900-UL and 900-DL, respectively. Similar results are obtained in 900-DL band for all the subjects that is the B H has a larger AA than B V . Figure 7 illustrate the median CI 68 of the on-body antenna aperture for four subjects and different polarizations of the receiver nodes for the studied frequency bands. We disregarded configurations that have the same polarization on the front and back of the body, since these would results in lower polarization diversity. For each frequency band, these values are determined for a geometrically average over the antennas on the front and the back of the body. The standard deviations of the CI 68 (are shown with error bars in Fig. 7) is limited to 0.22 dB that shows the reliability of the data and also the implemented method to determine the on-body antenna aperture for each subject. For 900-UL (Fig. 7a) , sb1 has the minimum CI 68 of 4.94 dB for the V polarization of the node on the front and H polarization of the node on the back. The same configuration for other subjects results in a CI 68 of 6.1 dB (sb3) to 8.6 dB (sb2). As Fig. 7a shows, the optimal configuration for one subject (sb1) in the 900-UL band (F V and B H ) is not necessarily the optimal configuration for all the other subjects. This indicates the necessity of an on-body calibration for all subjects. For 900-DL (Fig. 7b) , F H and B V lead to the minimum CI 68 for all the subjects in the range of 4.97 dB (sb4) to 6.53 dB (sb2). Similar results are obtained for WiFi-2G (see Fig. 7c ) where F V and B H result in the lowest CI 68 for all subjects. The range of CI 68 varies from 4.52 dB (sb2 and 3) to 4.93 dB (sb1). Considering 2600-DL (Fig. 7d) , F H and B V results in the lowest CI 68 for subjects sb1 and sb2. The CI 68 in this configuration ranges from 5.09 (sb3) to 6.21 (sb4). Table 3 lists the median CI 68 for VH and HV polarizations of the nodes on the front and back of the torso for sb1. Changing the polarizations of the nodes on the front and back for sb1 results in a difference in CI 68 in the range of 0.11 dB (WiFi-2G) to 2.42 dB (2600-DL). Using the optimized polarization for sb1 in each frequency band results in a different CI 68 in the range of 0.17 dB (sb4: 900-UL) to 3.7 dB (sb2: 900-DL). Also, for subjects with the same height (sb1, sb3, sb4) the results are not consistent. However, it seems that using the optimized polarizations for sb1, when the BWDM is worn other subjects with the same height the difference in CI 68 is maximum 0.59 dB (except 900-DL). Table 4 . The measured mean S inc are 70.1 and 83.8 µW/m 2 for the BWDM and the ExpoM, respectively. Median S inc of 39 and 41 µW/m 2 are registered by the BWDM and the ExpoM, respectively. This is a very good agreement between p50 of S inc for the BWDM compared to the ExpoM. The measured data is in the range of 3.51 µW/m 2 to 1.5 mW/m 2 for the BWDM while the ExPoM registered a range of 2.85 to 1 mW/m 2 . Both devices registered no data below their detection limits. All the measurements are below the issued reference levels by ICNIRP [19] . Considering an AA of 12.71 cm 2 for sb1 (for the average over front and back) in the 900-DL band, the BWDM has a detection limit of 0.13 µW/m 2 while ExpoM has a detection limit of 0.07 µW/m 2 in the same frequency band. The optimized nodes for sb1 result in a CI 68 of 5.14 dB which is 7.5 dB lower than CI 68 of the ExpoM calibrated on the same subject [15] .
68% confidence interval of the BWDM's response
Discussion
For the single antennas on body, the obtained antenna apertures do not show an evident relationship with the BMI. Moreover, similar frequency dependencies for the different subjects for the same configurations on the body are found. For incident RF EMFs on body, part of the waves are either absorbed or scattered by the body and the remaining part propagates toward the nodes. Fig. 8 The incident power density measured during the walk for 900-DL. Both measurements of BWDM and ExpoM has been corrected using calibration factors. [15] antenna on the back of all the subjects in the 900-DL band. In addition, the existing literature are not conclusive regarding the polarization dependency and the absorption of the EMFs and thus a general agreement cannot be found. A higher absorption for horizontally polarized incident fields has been previously reported at frequencies higher than 2 GHz [20, 21] . Similarly, some studies obtained a higher absorption for vertical polarization of the incident plane waves [22] . The results show that optimizing the polarization of the nodes on one subject could result in higher confidence intervals of the on-body antenna aperture for the subjects with different body morphologies below 0.5 dB and up to 2.62 dB for subjects with the same height and subjects with different height, respectively. For example for 900-UL, when the BWDM with the optimized configuration for sb1 (front V , back H ) is worn by sb2, the CI 68 increases from 4.94 to 8.64 dB (difference of 3.7 dB). The height, weight and BMI of sb2 are 4.37%, 10.52% and 1.45% higher than sb1. Similarly, in 2600-DL band, sb1 wearing the BWDM optimized for sb3 (front V , back H ), has an increased CI 68 of 4.94 dB. This is while both the subjects have a similar height, but the weight and BMI of sb1 are 4.1% larger than sb4. It is not clear whether a specific antenna polarization on the front and the back (e.g. V on the front and H on the back) could result in a higher measurement uncertainty.
From the results we conclude that the location of the nodes on body have a higher influence on the directive gain of the antennas and consequently the measurement uncertainty of the BWDM (up to 3.7 dB) rather than the height or BMI of the subjects. The e results are based on the limited range of BMI/height in this study. Study of male and female subjects with higher variations in height, BMI and age would be part of the future research. The BWDM has been calibrated on sb1 for WiFi-2G and 2600-DL bands in a reverberation chamber (RC) [23] . The locations of the nodes are optimized based on the calibration in the RC. The results showed that the optimized location of the nodes for the BWDM based on calibrations in the anechoic chamber are in excellent agreement with those obtained from calibration measurements in RC. Therefore, the optimized locations obtained from measurements in the anechoic chamber are not purely random for each subject.
The authors suggest to use antennas with dual polarization which register the orthogonal components of the RF fields with one antenna. In this case the orientation of the antenna with respect to the human body is less critical. For determination of the antenna aperture used for each pair of antennas, a random polarization has been taken into account. The CI 68 values already contain a dependency on polarization during rotation in the azimuth. So the antenna apertures underestimate waves with polarization mismatch and overestimate waves with little or no polarization mismatch. It must be noted that for the BWDM during optimization of the polarization setup, all options (VV, HV, VH, HH on the front and back) were tested and best combination (with minimum CI 68 ) is chosen (the one with the least dependence on polarization and azimuth).
Since all measurements were performed using the same equipment and in similar environmental conditions, the uncertainty differences due to the fabrication tolerances, deformations during operation, humidity and temperature, receiver(s) electronics (non-linearity, frequency selectivity, temperature drift) are small compared to the uncertainty due to body shadowing and different body morphologies. In addition, the goal of this paper is to study the effect of body morphology on the measurement uncertainty of the BWDM. Using EF 0391 probe in combination with the NBM-550 field meter causes a combined standard uncertainty of 1.1 dB on the measurements including linearity, isotropic and thermal responses and frequency sensitivity [24] .
The outdoor measurement of both BWDM and ExpoM are in good agreement. Considering the detection limits of both devices the detection limit of the ExpoM is a factor of 1.85 lower than the on-body detection limit of the BWDM worn by sb1. However, single ExpoM has a larger measurement uncertainty (7.5 dB larger) in this paper. Factors larger than 2 have been reported in the literature [4, 6] for the underestimation of the PEMs.
Conclusions
For the first time, the polarization dependency of a multi-band body-worn distributed exposure meter (BWDM) and the effect of body morphology on this dependency is assessed. The BDWM consists of 8 nodes measuring at four frequency band including downlink (DL) and uplink bands of 900 MHz, WiFi 2GHz and DL band of 2600 MHz. The BDWM is calibrated on four male subjects with different body mass indexes (BMIs). For each subject the on-body antenna aperture and the uncertainty of the BWDM is determined for vertical and horizontal polarizations of the nodes in each of the above frequency bands. The obtained antenna apertures do not show an evident relationship with the BMI. Moreover, the results show that optimizing the polarization of the nodes on one subject could result in higher confidence interval values of the on-body antenna aperture for the subjects with different body morphologies. This is less than 0.5 dB and up to 2.62 dB for subjects with the same height and subjects with different height, respectively. From the results we conclude that the location of the nodes on body have a higher influence up to 3.7 dB on the directive gain of the antennas and consequently the measurement uncertainty of the BWDM rather than the height or BMI of the subjects. This could increase up to 4.9 dB if the locations of the nodes are not optimized on body. The authors suggest to use antennas with dual polarization which register the orthogonal components of the RF fields with one antenna. As an application, a median power density of 39 µW/m 2 is registered by the BWDM in a suburban residential area in Ghent which is below the issued reference levels by ICNIRP.
